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The  biological  effects  of  charged  particles  is  of  interest  in  particle  therapy, 
radiation protection and space radiation science and known  to be dependent on both 
absorbed dose and radiation quality or LET. Microdosimetry is a technique which uses a 
tissue  equivalent  gas  to  simulate  microscopic  tissue  sites  of  the  order  of  cellular 




both,  for  the purpose of determining  the energy deposition  in  simulated microscopic 
sites over  the  charged particle  range and  in particular at  the end of  the  range where 
local  energy  deposition  increases  in  the  so‐called  Bragg‐peak  region.  The  detector  is 




can be used to study various  ion beams and their dose distributions to tissues.    Initial 
work  is being carried out using an  isotopic source of alpha particles and this thesis will 
describe  the  construction  of  the  GEM‐based  detector,  computer  modelling  of  the 
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Figure 4.9: Garfield  simulation of GEM  foil  transparency based on  the  induction  field 
strength ............................................................................................................................. 54 






































































HVS  High Voltage Supply 
LLD  Lower-Level Discriminator 






SRIM    Stopping and Range of Ions in Matter\ 







Since  the  discovery  of  x‐rays  by  Wilhelm  Rontgen  in  the  1895  [1],  the 




Projection Chamber detectors are capable of  tracking a  single  low energy electron  its 
velocity and measuring  the energy  that  is being deposited at any point of  the particle 
track.    
The evolution of  radiation detectors  starts with  J.  J. Thomson’s detector  just a 
few months after the initial discovery of the unknown x‐rays [2]. Even though the design 
was  relatively  simple,  an  ion  chamber  that  has  one  positive  and  one  negative  flat 
electrode  separated  by  air,  and  the  readings  from  the  chamber  were  obtained  by 
measuring the current cross the two electrodes,  it provided major discoveries and the 
fundamentals of  radiation  interactions with matter.  Some of  the major  findings were 
that  the  air,  normally  an  isolating  material,  can  turn  conductive  when  a  radiation 
particle passes though the detector sensitive volume, and that by increasing the voltage 




The  observation  of  John  Townsend,  that  a  significant  increase  in  an  ion 
chamber’s  current  is  produced  at  reduced  gas  pressures  when  the  high  voltage  is 
increased  well  beyond  that  at  which  the  saturation  current  is  reached,  led  to  the 















state  detectors  and  scintillation  detectors.  Radiation  detectors  in  general  have  been 




  During more  recent years  (1968),  the  invention of  the Multi Wire Proportional 
Counter  (MWPC)  at  CERN  stands  out  in  gas  detector  development  [5].  The MWPC 
provided a breakthrough  in particle detection as  it  is capable of both particle  tracking 







The  Gas  Electron  Multiplier  (GEM)  is  a  relatively  new  concept  of  particle 
detection  which  was  invented  by  Fabio  Sauli  in  the  1997  at  the  Gas  Detectors 
Development Group (CERN). The initial idea was to create a component that would help 
to  increase electron gain  in a Multi‐Step Chamber before entering  the main detecting 
element which at that time was the Parallel Plate and Multi‐Wire Proportional Counter 
in  order  to  detect  a  single  low  energy  photon.  With  rapid  improvements  of  the 
production  techniques over  the  first  few  years  the  initial  gain of 10  increased  to  the 
order  of  104  [7],  [8],  [9]. With  the  high  gains,  current  detection  systems  no  longer 





by  50 µm  kapton  foil  [10].  The  kapton  is  a plastic material with high  resistivity  (1011 
Ω/mm) and dielectric  strength  (126 kV/mm)  that can be produced at extremely  small 
thicknesses [11].  The foil is chemically pierced by a high density pattern of holes, from 


















is  uniform.  As  the  dimensions  of  the  foil  are  extremely  small  in  the  order  of 
micrometers, potentials up to 100 kV/cm are possible within a normal range of the GEM 






should  also  operate  in  the  ion  chamber  region  therefore,  no  additional  electron 








Proton  Therapy  is  a  type  of  particle  therapy which  uses  a  beam  of  protons  to 
irradiate  diseased  tissue  or  tumour  for  treatment  of  cancers.  In  contrast  to  the 
traditional  radiotherapy  such  as  photon  or  electron  treatment,  the  energy  deposited 
increases near the end of the particle track (in Bragg peak) while the beam has a finite 
depth. Therefore, the healthy cells that are located before the tumour cells (from beam 
direction)  receive a  lower dose and  the healthy  cells behind  receive no or  very  small 
dose. Overall, the main advantage of proton therapy is that it enables the treatment of 
tumours with  a  dose  distribution  that  spares  healthy  tissues  or  prevents  damage  to 
sensitive tissues in proximity to the tumour. 









Particle  tracking  is  also  important  in  building  discriminating  detectors  that  can 
measure  low energy beta particles  from tritium   against a background of  longer range 








GEM  foils  are  a  relatively new  concept  in  radiation detection  and  there  is  interest  in 
looking for possible new applications for this kind of device.  
1.4 Past  Trials  of  GEM  Detectors  for  Tracking  and  Energy 
Measurements   
Understanding  tracking  and  stopping  power  experiments  conducted with  GEM 
detectors in the past is essential to developing a good detector understanding as well as 




PCB collection board have not been done,  findings  from  two papers are combined  to 
provide a general working principal and the feasibility of using the proposed detector. 
  The prospect of tracking alpha particles which travel parallel to the GEM  foil  is 
shown  in  a  luminescence  and  imaging  paper with  gas  electron multipliers  [7] which 
describes  a  detector  that  has  been  built  by  collaboration  of  Laboratório  de  










read out due  to  the  low  gain obtained by  the GEM  foil. However,  as  the production 



















electron  drift  velocity,  diffusion  coefficient  and  electron  attachment.  Moreover,  an 





the given  system can also be  found here. Chapter 4  is dedicated  to  simulation of  the 
electron  avalanche.  The  results  of  the  simulation  help  to  understand  the  general 
properties  of  the  GEM  detector  under  various  conditions  and  help  to  select  ideal 
settings  for  the  proposed  detector. Chapter  5 will  discuss  results  from  a  constructed 
prototype. The results for Am‐241 stopping power are shown and compared to a basic 
MCNP model. The  conclusion  in Chapter 6 will  summarize  research methods and  the 
development of the techniques over the course of this  investigation. Moreover, future 











the  atoms of  the material  irradiated. Both of  these processes  result mainly  from  the 
Coulomb force as the alpha particle charge pulls the electron from its origin. Depending 
on  the  proximity  of  the  encounter,  this  impact  due  to  the  Coulomb  force may  be 
sufficient either to raise the electron to a higher  laying shell within the absorber atom 




As  the  encounters  with  the  gas  atoms  are  purely  random,  they  can  be 
characterized  by  a mean  free  flight  path, which  is  commonly  denoted  as  λ ε .  The 
mean  free  flight  path  between  ionizing  encounters  is  given  by  the  ionization  cross‐
section per electron σ ε  and the number density n of electrons [16]: 
λ ε             (2.1) 
From the definition above, it follows that the mean free flight path of the alpha 









excitation  of molecules  along  its  track.  This  loss  is  not  linear  due  to  the  change  of 









       
    (2.2) 
where    is  the  number  density  of  the  electrons  of  the  target  material,      is  the 
elementary electric charge,   is the electron mass,    is the particle velocity,    is the 
particle velocity in units of speed of light, m is the mass of projectile and <I> is the mean 
ionization  potential  of  the  atoms  in  the  stopping medium,  and     is  the  effective 
charge  empirically  approximated  by  Barkas  [18].  At  high  energies,  all  projectiles  are 
stripped of  their electrons and  the effective charge equals  to  the atomic number.   At 
small  energies  (close  to  the  end of  the  trajectory  – Bragg peak  region)  electrons  are 




for  the  sharp  decrease  of  the  energy  loss  at  lower  energies  [19].  As  the  rest  of  the 
variables  in  the  equation  are  relatively  constant,  the  initial  increase  of  the  stopping 
power is primarily due to the velocity decrease of the particle as a result of the energy 
loss.  The  rate  at which  the  alpha particle  loses  its  energy  can  be  best  shown  by  the 
Bragg curve.  Initially  the particle  loses energy at  lower  rates, and  then at  significantly 







increasing  electric  fields,  the  energy  distribution  of  the  drifting  electrons  extends 
beyond the thresholds of inelastic collisions, resulting in excitation and ionization of the 
gas molecules.  In  excitation,  the molecules  initially  gain  extra  energy  from  electron 
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collisions  and  afterwards  release  the  additional  energy  in  the  form of  a photon until 
they  reach  their ground state.   During  the  ionization process an electron produces an 




ionization  cross‐section  σi(ε).  Under  the  assumption  that  the  ionizing  collisions  are 
independent of each other,  the mean  free path  for  ionization  λi  relates  to  the  cross‐
section given in equation 2.2  [16]. 
The  mean  number  of  ionizations  per  unit  length  is  called  the  Townsend 
coefficient or collisional rate and is defined as: 
σ ε 1/λ ε                   (2.3) 
In practice,  it  is more helpful to know the Townsend coefficient at a given value of the 
electric  field  E  and  σ ε   should  be  integrated  over  the  electron  energy 
distribution p E, ε : 
σ E p E, ε
∞
σ ε  dε        (2.4) 
The  multiplication  factor,  or  gain,  can  be  calculated  from  the  Townsend 
coefficient. Let N(x) be  the number of electrons present  in  the avalanche after a drift 




σ E x dx        (2.5) 
with σ(E(x)) being  the Townsend  coefficient at  the  field experienced by  the electrons 
over  the  path  dx.  After  a  distance  Δx  =  x1‐x0,  the  avalanche  size  is  obtained  by 
integrating the previous equation: 
N Δx N e
σ  
        (2.6) 
where N0  is  the number of electrons at xo. The gain  in an arbitrary  field configuration 
can be simply expressed as: 
G Δx N Δx /N   e
σ  
          (2.7) 
2.1.4 Penning Transfer 
The actual electron multiplication in gas based detectors sometimes far exceeds 
the  gain  calculated  using  the  Townsend  coefficient  alone.  The most  notable  case  is 
when  a  gas  with  a  low  ionisation  potential  is  added  to  a  gas  with  higher‐energy 









vexc and vion are  the excitation and  ionisation  frequencies  (collisions per  time  interval, 






                         (2.9) 
where    is  the  friction  force  or  stochastic  force  resulting  from  collisions. When 
applying constant electric filed and no magnetic field (B=0) the electron does not change 
its drift velocity  0  due to constant scattering. For this reason, the Equation 2.9 
at  constant electric  field without magnetic  field  can be  rewritten as  . Since 
, when vd (the drift velocity) is constant and no magnetic field is applied the 
equation can be futher simplified to: 
            (2.10) 
where τ is the mean time between collisions, given as   , 









When electrons drift  though a gas under  the  influence of magnetic or electric 
field, they do not strictly  follow the  field  lines as they scatter with gas molecules. The 






           (2.12) 







travel significantly slower  than  the electrons  [25].  In general, electron attachment  is a 
process where a free electron can attach to a molecule of gas and create a negative ion 





either  a  single  or molecular  radical. Dissociative  electron  attachment  is  energetically 
possible if fragment B has a positive electron affinity and can form a stable negative ion. 






by  Rob  Veenhof  as  there was  a  need  for  simulation  of  complex MWPC  and micro‐
pattern  drift  chambers.  The  tool  kit  allows  the  user  to  not  only  track  some  primary 
particles  but  also  secondary  particles,  due  to  its  implementation  of  various  software 
such as Magboltz  (calculates properties of gases) and Heed  (simulate  ionisation of gas 
30 
 
molecules). Moreover,  the program can simulate  the behaviour of  the particles under 
the influence of either electric or magnetic fields.  
The program  itself can only calculate electric or magnetic  field distributions  for 
flat  plate  or  wire  geometries.  Therefore,  description  of  fields  generated  in  more 
complex geometries  (like  the GEM) must be  imported  from other software  like Ansys, 
Elmer  (freeware was used  in  this work) and CST. The general  rule  is  to pick a  simple 






which  is part of  the Garfield++  toolkit. All necessary parameters  such as energy, drift 











As  previously  mentioned,  Garfield++  tool  kit  includes  Heed  software  which 
generates  ionization  patterns  of  fast  charged  particles.  The  core  of Heed  is  a  photo‐
absorption  and  ionization  model.  It  also  provides  atomic  relaxation  processes  and 
dissipation of high‐energy electrons. However, the program does not support tracking of 
alpha particles,  and  therefore,  full  simulation of  the detector with  this  tool  kit  is not 
possible.  
2.2.2 Gmsh and Elmer 
As  previously  said,  the Garfield++  is  not  capable  of  calculating more  complex 
geometries of electric field and therefore software packages Gmsh and Elmer have to be 
used.  The  Gmsh  is  a  CAD  tool  that  creates  geometries  and  provides  some  post‐
processing  features  like meshing.  In order  to  create  the  structure of electric  field  the 
mesh  is  imported to Elmer, which  is an open source multi‐physics simulation software 
that  includes  physical model  electromagnetism.  The  electric  field  is  solved  by  partial 
differential  equations  which  Elmer  solves  by  the  Finite  Element  Method.  As  the 
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The  topic of  radiation detection  is very wide and  involves multiple variables  that 
can  be  investigated  (e.q.  the  type  of  particles  to  be  detected,  their  energy,  etc.). 
Therefore,  every  detector  must  be  built  for  a  very  specific  purpose.  Following  this 
approach,  the  detector  proposed  in  this work  is  designed  to  read  energy  deposition 





the detector work while  the optimization of  the  system  increases  the  signal  to noise 
ratio as well as the probability of detection.  
The general design can be divided into a number of main parts; vacuum chamber, 
sensitive  volume,  voltage  divider,  collimator  with  window  (as  the  alpha  source  is 
isotropic), main  board with  pre‐amplifier  and  collection  plate  switch.  The  schematic 






Figure  3.1: General  schema  of GEM  detector  for  the measurement  of  charged  particle  energy  deposition  track 
stucture 
3.1 Sensitive Volume  
The sensitive volume  is  the most  important part of  the detector since  the alpha 
particle  undergoes  ionization  in  this  region  while  the  electron  multiplication  and 
electron collection take place here as well.   The system consists of only two segments 
the  drift  and  induction  regions  that  are  defined  by  the GEM  foil,  drift  and  induction 
electrodes if the GEM electric field is not considered.   
The  initial  ionization  and  transport of  created  electrons  requires  a high  electric 
field  of  the    order  of  few  kV/cm,  therefore  the  drift  and  induction  fields must  be 
relatively high. As  the electric  field between  the electrodes  is directly proportional  to 









Moreover, smaller dd and di values  improve  the spatial  resolution and  reduce electron 
absorption  due  to  attachment  as  the  electrons  have  to  travel  shorter  distances.  For 
these reasons the di is set to 1.3 mm, GEM frame is set to 0.6 mm and a spacer is set to 
0.7 mm  since  only  a  small  space  is  required  for  collection  plate  cable  connections. 








in  our  case.  The  drift  and  induction  electrodes  are  of  the  same  size  located  directly 
below  and  above  the  GEM  respectively,  in  order  to  create  uniform  field.  The  drift 
electrode is made out of a solid copper plate, while the induction (collection) electrode 








The detector  is designed  to detect an alpha  source  from outside of  the vacuum 
chamber,  this means  that  a user  is not  required  to open  the detector  and place  the  
source  inside  in  order  to  run  an  experiment.  The  window  is  made  out  of  13  µm 
polyethylene  terephthalate  that  is glued by epoxy resin  to a bronze NPT  fitting with a 
small 3 mm hole  in middle.  In case of window breakage, as  the material  is extremely 
thin and must withstand full atmospheric pressure across when under vacuum, the NPT 
fitting  can be unscrewed and  fully  replaced. The window  is placed 2.7 mm  inside  the 
fitting due to the mounting mechanism while the radiation source is not damaged by its 
surface touching anything. The teflon collimator  is mounted directly to the NPT  fitting 










By  doing  so,  the  noise  from  outside  of  the  chamber  in  the  form  of  electromagnetic 
waves does not contribute to the detector signal.  
A  charge  sensitive  pre‐amplifier  is  required  to  detect  energy  deposition  by  the 
collection of charge with good resolution for charged participle spectroscopy.   For this 






of  the pre‐amplifier  chip  (such  as  stable power  supply  to  prevent  fluctuation    of  the 









voltages  to  be  applied  to  them  based  on  the  required  electric  field.  Since  only  the 
different  voltage  potentials  have  to  be  applied  between  different  plates,  a  simple 







For  simplicity,  the  resistance across  the  resistors  is  set  to whole  values based on  the 
multiple  of  50  MΩ  and  thus  the  voltage  potential  across  the  resistors  is  also  in 
increments of the order of 50 V. To protect against possible current build up across GEM 














plate  to  0  V.  However,  the  resistor  allows  the  current  to  flow  to  the  pre‐amplifier 











for  the  energy  analysis.  The  two outputs  go  to  either pre‐amplifier or  to  the  ground 
which provides ground voltage (0 V) to the unselected collection strips. By doing so, the 
induction field of the detector remains uniform which provides more accurate readings 




Shown  in Figure 3.7. Due  to  the  limited  space  in  the existing vacuum  chamber micro 




segment  without  opening  the  vacuum  chamber.  Moreover,  the  controller  provides 














are  to provide stable gain, not  to have high electron attachment and  to have  too  low 
ionization  energies,  the most  used  gases  are  P10,  Ar/CO2  and  Xe/CO2  of  which  the 
Ar/CO2 gas at  two  ratios 70/30 and 80/20 are  the most  common ones. Based on  the 
paper written by F. Sauli [27], the inventor of the GEM, the 80/20 ratio was picked due 
to the GEM foil known break down point at various pressures and the higher availability 









the  0.013  mm  thick  polyethylene  terephthalate  window  prior  to  entering  the  gas 
volume.  Ideally  the particle should  thermilize at  the end of  the collection plate, while 
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  The overall pressure has been calculated to be 250 torr and partial pressure of Ar 
and CO2 to be 200 and 50 torr respectively. The gas pressure of the detector is relatively 
close  to  the  value  of  0.3  atm  (228  torr),  the  pressure  line  from  the  Figure  3.8 with 













The  Garfield++  simulation  works  like  any  other  Monte  Carlo  simulation  and 
requires  certain  parameters  like  the  geometry  and  boundary  of  the  system,  gas 
properties  and  initial  particle  properties  to  be  set.  As most  of  these  settings  do  not 
change during the simulations  in this chapter, they are only mentioned  in this section. 








discussed  in Chapter 2 where the drift region  is 9.1 mm wide and  induction region 1.3 
mm. The  standard GEM  foil dimensions are used with 50 µm  thick  kapton and 5 µm 
thick copper electrodes. The copper  rim  (hole  through electrodes) has diameter of 70 
µm and the outer and inner diameter of the bi‐conical hole though kapton are set to 70 




cross  section  is  sufficiently big enough  to accommodate  the electron diffusion at  low 
electric fields. 
4.1.2 Gas Settings 









Due  to  the  inability of  alpha particle  tracking  in Garfield++,  the  simulations  are 
done by placing electrons that would be created from the alpha particle ionization into 
the  drift  region.  The  electron  is  set  to  have  a  0.1  eV  energy with  randomized  initial 
location  as  the  alpha  particle  can move  anywhere within  the  trajectory  of  the  beam 
while the initial direction of the electron is also randomized. 
4.2 Drift Field Simulation 
The drift  field  in  the GEM detector must be carefully chosen  in order  to ensure 
stable gain of the whole system since the ionization of the Ar/CO2 gas by the initial alpha 






the drift electrode  is  strong enough  to overcome  recombination of  the  ion pair  right 





























































and  through  the  GEM  foil.  In  general,  the  electrons  follow  the  field  lines when  not 
considering transversal diffusion and scattering of the electrons. The shape of the field 
lines  is  strongly  linked  to  the voltage potential difference between  the drift electrode 
and GEM  foil  due  to  the  small GEM  channels.  As  the  voltage  difference  in  the  drift 
region increases, the field lines curve less towards the GEM channels and tend to curve 

























































































































The  high  gain  of  the  detector  is  possible  due  to  high  electric  field  that  is 
produced between the GEM electrodes. The Maxwell software shows that the electric 
field  in middle of the GEM can reach almost 100 kV/cm at potential 400 V.   Moreover, 





The purpose of  the  induction  field  is  to  transport  the electrons  to  the collection 
plate (induction electrode). Similar to that  in the drift field, the shape of the field  lines 
and the electron attachment directly depend on the strength of the electric field in the 
induction  region.  Moreover,  at  high  electron  gains,  electrons  diffuse  closer  to  the 
induction GEM copper foil and can be collected by it. The field lines in this case should 




by applying a high potential difference between  the GEM and  the  induction electrode 
and creating a strong electric field. Figure 4.8 shows how the direction of the field lines 




As  the  induction  field  is  significantly weaker  than  the  GEM  field,  it  does  not 
influence  the  size  of  avalanche within  the GEM. However more  electrons, which  are 
created within the GEM region, reach the collection plate at higher induction potentials 










this value  is relatively high and part of the strong GEM  field reaches to  induction  field 
area there is a significant additional multiplication happening within this region. In case 
of a GEM with potential 350 V the ratio of induction electrons to GEM electron slightly 




































Figure 4.10: Garfield  simulation of electrons  contribution  from GEM  (350 V) and  induction  region  to  the overall 
avalanche  
When  considering  only  the  electrons  that  are  used  for  signal  build  up  (the 
electrons  that  reach  the  collection electrode)  the distribution of 1:1  ratio  is  found  at 
lower  induction  values  and  increases  slightly  to  3:4  (GEM  electrons  to  Induction 
electron).  This  can  be  seen  on  a  figure  bellow, which  shows  the  composition  of  the 






































































































foil,  leads  to  less stable gains and  therefore broader measured energy distributions at 
higher  induction  fields. When applying higher potential drops across  the GEM  foil  the 
higher gains produce more electrons which have sufficiently high energies  leaving  the 
GEM  to produce  further  ionizations even  in  the  induction  field. Moreover, Figure 4.13 
















































electrons closer  to  the electron attachment energy  range of  the gas, which  leads  to a 
high  number  of  electrons  that  escape  the  useful  detector  gain.  These  electrons  get 
attached  primarily  to  the  CO2 molecules,  as  its  electron  attachment  cross  section  is 
significantly  higher  than  that  of  Ar  and  they  create  an  unstable  CO2
‐*  ion  (the  CO2 
molecule has much higher electron affinity  than Ar due  to  the oxygen  fragment)  [30]. 
The  CO2
‐*  further  dissociates  into  a  stable  C0  and  O‐  molecule.  In  overall  charge 
contribution to the collection plate the negative ions O‐ can contribute to it by up to 13 
% in both cases with the GEM potential set to 350 and 400 V. The results are shown in 



























As  the negative  ions O‐     drift  significantly  slower  to  the  collection plate  than 
electrons from the avalanche, they arrive at the collection plate considerably later than 
the  electrons.    However,  the  collection  time  distribution  for  negative  ions  is much 
greater  than  the  one  for  electrons.  The  figure  below  (Figure  4.15)  shows  different 
collection times for negative ions from a single avalanche and their standard distribution 
with manually  inputted  ion mobility of O‐  in CO2 gas  (see Appendix B). Moreover,  the 
































The  simulations  of  various  conditions  has  been  carried  out  by  the  use  of  the 
Garfield++  tool  kit  in  order  to  save  time  and  mainly  to  avoid  possible  equipment 
destruction (such as damaging the sensitive GEM foil). Based on the data obtained from 




enough  to overcome  recombination of  the  ion  and  electrons  created  from  the  initial 
alpha particle ionization. By considering both requirements, the drift region is set to 450 
V a cross the electrodes.   









A  similar  situation emerges  in defining  the  induction  field where higher voltages 
provide additional gain, but on the other hand increase electron attachment. This does 
not only decrease the size of the avalanche and creates broader peaks but could be a 
possible source of noise  from the created negative  ions. For this reason, high and  low 

















cross  the GEM copper electrodes and partially destroyed  the GEM  foil. Unfortunately, 
due to extremely  long waiting periods for new framed GEM foil, the current prototype 
operates with a GEM  that can only  support 200 V at  the designed detector condition 





negative  ions  is suppressed by the  low gain. The set up of  the detector resistor board 
with voltage drops across the various regions with its input high voltage is presented in 
the table below. 
Field  Voltage drop (V)  Resistor (MΩ)  HVS (V) 















potential)),  which  was  producing  negative  voltage  peaks  instead  of  stable  voltage 
output. The problem was  fixed by a reduction of  the outer diameter of  the collimator 
while the inner diameter remained the same.  








to  the  proposed  and  explained  design.  The  inside  of  the  detector  prototype with  its 
electronics  is presented below. The  stack of drift, GEM and collection plate  is  located 
under the resistor chain board. The collection plate switches consist of two boards that 
are stack on top of each other, while each of them has 5 relays (on the figure they look 

















detector  lack  of  gain  some  data  could  not  be measured  as  the  pulse  height  did  not 




(the number of  collection plate  increases with distance  traveled  from  the  collimator), 
where the possible Bragg peak should be located. The data of the experimental work are 






see  that  the  theoretical  experimental  Bragg  peak  is  shifted  which  could  be  due  to 
possible deposits  (just  couple micrometers) on  the entrance window.   Moreover,  the 
data  from  number  2  and  3  collection  plates  do  not match  the  general  trend  of  the 













































destroyed  GEM  or  small  scratch  on  the  collection  plate.  Unfortunately,  data  for 
collection  plate  number  7  are  not  possible,  due  to  the  unexpected  breakdown  of  its 
switch. However, based on the general trend of the measured stopping power,  initially 




been  taken  over  a  time  period  of  72  hours  from  the  initial  gas  fill  up,  one  at  the 
beginning and one at the end of the energy tracking experiment. Each time the detector 
was  set  to  perform  long  tests  to  provide  reasonable  statistics  of  the measurements. 
Prior to these experiments the detector has been degassed for 3 days and refilled two 
times. 
The  detector was  set  up  to  collect  energy  reading  from  the whole  collection 
plate,  the  segmentation was  turned off by  the collection plate  switch,  in order  to get 
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The  main  objective  of  this  work  was  achieved  by  simulation,  design  and 
construction of a GEM detector for particle tracking using an Am‐241 source. This study 
was  also  aimed  at  improving  an  understanding  of  the  working  principles  of  GEM 
detectors, mainly  the  transport  of  electron  from  primary  ionization  to  the  collection 
region and to give a general guidance for the construction of similar kinds of detector. 
The Monte Carlo and  field simulation studies provided a strong understanding of 
the  GEM  detector  general  design  while  it  also  helped  to  understand  particular 
behaviours of the detector. 
The final prototype was unfortunately not completely capable of fulfilling the task 
of  measurement  of  the  alpha  particle  track  by  stopping  working  mainly  due  to  a 
malfunction of one  collection plate  relay. Moreover,  the detector was not  capable of 
achieving simulated and designed gains due to the breakdown of the sensitive GEM foil 
(during the preliminary testing periods). The GEM foil could not be replaced due to the 
long  time  required  to obtain a new  foil  from CERN workshop while  the  relay was not 
replaced due to the complexity of the custom made switching board.  









the  particle  should  be  selected  one  collection  segment  shorter  than  the  full 
length of  the collection plate  to ensure  that  the particle deposits all  its energy 
before  reaching  this  point.  The  pressure  of  the  detector  gas  has  to  be 
determinate based on this required range.  
 The  intensity  of  the  drift  field  has  to  be  set  high  enough  to  overcome  ion 
electron  recombination  from  the  initial  ionization  which  can  be  measured 
experimentally by  connecting  the pre‐amplifier  to  the  copper  electrode  facing 
the  drift  region.    However,  setting  the  drift  field  too  high  leads  to  possible 
attachment of the initial electrons by the gas molecules and the signal from the 




gain,  reaching  the maximum  values  is not  reasonable due  to  the possibility of 
sparking  between  the  GEM  electrodes  and  obtaining  unstable  gains  as  the 
photon absorption of the quenching gas is limited. However, the high GEM gains 
produce more  electrons  that  have  sufficiently  high  energies  leaving  GEM  to 
produce further ionizations in the lower fields of the induction region. Moreover, 





 The  simulation  of  the  induction  field  shows  that  higher  induction  fields  are 
preferable for the transport of electrons towards the collection plate due to the 
improved  direction  of  the  field  lines.  Furthermore,  the  induction  field 
contributes  to  additional  electron multiplication,  starting  at  50% of  the whole 
effective gain, as the electrons are still further multiplying between the GEM and 
induction  electrode  due  to  electrons  at  high  energy  levels  leaving  the  GEM 
region. On  the  other  hand,  the  increased  gain  created  by  the  induction  field 
strongly  decreases  the  energy  resolution  of  the  detector  as  the  electrons  are 
multiplying over a larger distance (the thickness of the induction field) which also 
leads  to  increased  fluctuations  of  the  gain.  It  also  contributes  to  increased 
electron  attachments which  subsequently  lead  to  an  increased  production  of 
negative  ions, when quenching with a gas that has a  large electron attachment 
cross  section.  In  addition,  the  collection  time of  the negative  ion  is  slow,  and 
their collection  time distribution deceases. At higher  induction  fields  this could 
lead to the creation of noise at high count rates. 
 During  the  construction  of  the  detector  a  decrease  in  the  levels  of  electronic 
noise  was  achieved  by  ensuring  that  the  all  the  wires  carrying  the  charge 
information  did  not  come  in  contact with  any  other wires.  The  pre‐amplifier 










after  applying  high  voltage  to  the  electrodes  but  after  some  time  becomes 
apparent by the occurrence of negative pulses. 
 The power supply of  the collection plate  switch,  like any additional electronics 
inside  the  detector, must  be  connected with  the  overall  power  supply  of  the 
detector, which otherwise will create electrical noise, even when the  individual 
circuits are  synchronized by  connecting a  common ground  for  the  two  circuits 
together.  
6.1 Future Developments and Recommendations 
Conclusions  drawn  from  Chapter  5  established  that  the  current  prototype 
detector is not capable of measuring the stopping power of alpha particle precisely and 
cannot  track  the  particle  throughout  its  full  collection  region.  However,  the  results 
shows that the tracking of the alpha particle  is possible by this detector while applying 
obvious  changes  to  the  detector  such  as  replacing  the  broken  MOSFED  relay  and 
installing a new GEM foil. By doing so, the detector will have full capacity of tracking the 











preliminary measurements  and  investigations  of  particle  energy  and  tracking  future 
developments are possible: 
 Use of different filling gas with  lower electron attachment cross section such as 
P‐10  gas  for  applications when  higher  gains  are  required.  For microdosimetry 
purposes, the detector can be filled with tissue equivalent gas. 




 Ultimately,  replace  the  collection  switch  by multiple  preamplifiers  which  will 
enable real time measurement of all segments at the same time. 





and Geant4.  The Geant4  could  calculate  location,  energy  and  time  of  created 
electrons from primary ionizations under a uniform electric field [37], as the drift 
field  is  relatively uniform except  locations near  the GEM  foil. The output data 











































using namespace Garfield; 
using namespace std; 
 
 
int main(int argc, char * argv[]) { 
 
  TApplication app("app", &argc, argv); 
  plottingEngine.SetDefaultStyle(); 
 
  const bool debug = true; 
  // Load the field map. 
  ComponentElmer * elm = new 
ComponentElmer("gemcell/mesh.header","gemcell/mesh.elements","gemcell/m
esh.nodes", 
  "gemcell/dielectrics.dat","gemcell/gemcell.result","cm"); 
  elm->EnablePeriodicityX(); 
  elm->EnableMirrorPeriodicityY(); 
  elm->SetMedium(0,gas); 
  elm->PrintRange(); 
 
  // Dimensions of the GEM 
  const double pitch = 0.014; 
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  const double kapton = 50.e-4; 
  const double metal = 5.e-4; 
  const double outdia = 70.e-4; 
  const double middia = 50.e-4; 
 
  // Setup the gas. 
  MediumMagboltz* gas = new MediumMagboltz(); 
  // Specify the gas mixture (Ar/CO2 80:20) 
  gas->SetComposition("ar", 80., "co2", 20.); 
  // Set the temperature (K) 
  gas->SetTemperature(293.15);  
  // Set the pressure (Torr)    
  gas->SetPressure(250.);  
  // Set maximum electron energy   
  gas->SetMaxElectronEnergy(150.);    
  gas->EnableDebugging(); 
  gas->Initialise();   
  gas->DisableDebugging(); 
 
  // Set the Penning transfer efficiency. 
  const double rPenning = 0.51; 
  const double lambdaPenning = 0.; 
  gas->EnablePenningTransfer(rPenning, lambdaPenning, "ar"); 
 
  // Load Ion mobility file 
  gas->LoadIonMobility("IonMobility_O-_CO2.txt"); 
 
  // Associate the gas with the corresponding field map material.  
  const int nMaterials = elm->GetNumberOfMaterials(); 
  for (int i = 0; i < nMaterials; ++i) { 
    const double eps = elm->GetPermittivity(i); 
    if (fabs(eps - 1.) < 1.e-3) elm>SetMedium(i, gas); 
  } 
  elm->PrintMaterials();   
 
  // Create files to which data will be written 
  ofstream outfile; 
  ofstream rradius; 
  ofstream ttime; 
  ofstream rratio; 
  ofstream ddatai; 
  ofstream ddatae; 
  outfile.open ("outfile.txt"); 
  rradius.open ("radius.txt"); 
  ttime.open ("time.txt"); 
  rratio.open ("ratio.txt"); 
  ddatai.open ("datai.txt"); 
  ddatae.open ("datae.txt"); 
 
 
  // Select area of interest 
  Sensor* sensor = new Sensor(); 
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  sensor->AddComponent(elm); 
  sensor->SetArea(-30 * pitch, -30 * pitch, -0.13, 
                   30 * pitch,  30 * pitch,  0.91); 
 
  // Selecting electron avalanche  and ion drift function 
  AvalancheMicroscopic* aval = new AvalancheMicroscopic(); 
  aval->SetSensor(sensor); 
  AvalancheMC* drift = new AvalancheMC(); 
  drift->SetSensor(sensor); 
  drift->SetDistanceSteps(2.e-4); 
 
  // Set number of run 
  const int nEvents = 125; 
  for (int i = nEvents; i--;) {  
    if (debug || i % 10 == 0) std::cout << i << "/" << nEvents << "\n"; 
    float timeused = (float)clock()/CLOCKS_PER_SEC; 
    cout<<"Avalanche " << i << "  started at " << timeused << " sec" << 
endl; 
     
  // Set initial electron position 
  double r = 0;   
  double PointZ = 0.0033 + RndmUniform() * 0.9 ; 
  double PointX = RndmUniform() * pitch / 2; 
  double PointY = 0; 
  std::cout << PointX << "\t" << PointY << "\t" << PointZ << "\n"; 
 
  // Set needed constants 
  double sumElectronsTotal = 0.; 
  double sumElectronsPlastic = 0.; 
  double sumElectronsUpperMetal = 0.; 
  double sumElectronsLowerMetal = 0.; 
  double sumElectronsTransfer = 0.; 
  double sumElectronsOther = 0.; 
  int NII = 0; 
  int NEE = 0; 
  int EMUGC = 0; 
  int EMLGC = 0; 
  int EMIC = 0; 
  int EMUG = 0; 
  int EMLG = 0; 
  int EMI = 0; 
  int AUG = 0; 
  int ALG = 0; 
  int AI = 0; 
  int NICG = 0; 
  int NICI = 0; 
 
    // Initial position 
    double x0 = PointX; 
    double y0 = PointY; 
    double z0 = PointZ;  
    double t0 = 0.; 
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    double e0 = 0.1; 
 
    // Run electron avalanche 
    aval->AvalancheElectron(x0, y0, z0, t0, e0, 0., 0., 0.); 
    int ne = 0, ni = 0; 
    aval->GetAvalancheSize(ne, ni);  
    const int np = aval->GetNumberOfElectronEndpoints(); 
    double xe1, ye1, ze1, te1, e1; 
    double xe2, ye2, ze2, te2, e2; 
    double xi1, yi1, zi1, ti1; 
    double xi2, yi2, zi2, ti2; 
    int status; 
    int statuss; 
 
    // Filtrate electrons endpoints data 
    for (int j = np; j--;) { 
      aval->GetElectronEndpoint(j, xe1, ye1, ze1, te1, e1,  
                                   xe2, ye2, ze2, te2, e2, status); 
    ddatae <<xe1<< "\t" << ye1<< "\t" << ze1<< "\t" << te1<< "\t" << 
e1<< "\t" <<  xe2<< "\t" << ye2<< "\t" << ze2<< "\t" << te2<< "\t" << 
e2<< "\t" << status << "\n"; 
     
 sumElectronsTotal += 1.; 
      if (ze2 > -kapton / 2. && ze2 < kapton / 2.) { 
        sumElectronsPlastic += 1.; 
      } else if (ze2 >= kapton / 2. && ze2 <= kapton  / 2. + metal) { 
        sumElectronsUpperMetal += 1.; 
      } else if (ze2 <= -kapton / 2. && ze2 >= -kapton / 2. - metal) { 
        sumElectronsLowerMetal += 1.; 
      } else if (ze2 < -0.129) { 
        sumElectronsTransfer += 1.; 
 rradius << te2 << "\n"; 
 NEE+= 1; 
 if (ze1 > 0 && ze1 < kapton / 2. + metal) { 
 // electron multiplication in upper gem collected 
 EMUGC+= 1; 
 } 
 if (ze1 > -kapton / 2. - metal && ze1 <= 0) { 
 // electron multiplication in lower gem collected 
 EMLGC+= 1; 
 } 
 if (ze1 <= -kapton / 2. - metal && ze1 > -0.13) { 
 // electron multiplication in induction collected 
 EMIC+= 1; 
 } 
      } else { 
        sumElectronsOther += 1.; 
      } 
 
 if (ze1 > 0 && ze1 < kapton / 2. + metal) { 
 // electron multiplication in upper gem 




 if (ze1 > -kapton / 2. - metal && ze1 <= 0) { 
 // electron multiplication in lower gem 
 EMLG+= 1; 
 } 
 if (ze1 <= -kapton / 2. - metal && ze1 > -0.13) { 
 // electron multiplication in induction 
 EMI+= 1; 
 } 
 
      if (status == -7) { 
      drift->DriftIon(xe2, ye2, ze2, te2); 
      drift->GetIonEndpoint(0, xi1, yi1, zi1, ti1,  
                               xi2, yi2, zi2, ti2, statuss); 
  
 ddatai << xi1 << "\t" <<  yi1 << "\t" <<  zi1 << "\t" <<  ti1 << 
"\t" <<  xi2 << "\t" <<  yi2 << "\t" <<  zi2 << "\t" <<  ti2 << "\t" <<  
statuss  << "\n"; 
 if (zi1 > 0 && zi1 < kapton / 2. + metal) { 
 //absorbtion in upper gem 
 AUG+= 1; 
 } 
 if (zi1 > -kapton / 2. - metal && zi1 <= 0) { 
 //absorbtion in lower gem 
 ALG+= 1; 
 } 
 if (zi1 <= -kapton / 2. - metal && zi1 > -0.13) { 
 // absorbtion in induction 
 AI+= 1; 
 } 
 
 if (zi2 < -0.129) { 
 NII+= 1; 
 if (zi1 > -kapton / 2. - metal && zi1 < kapton / 2. + metal) { 
 // number of ion collected from gem 
 NICG+= 1; 
 } 
 if (zi1 <= -kapton / 2. - metal && zi1 > -0.13) { 
 // number of ion collected from induction 
 NICI+= 1; 
 } 
        ttime << ti2 << "\n"; 
      } 
  } 
  } 
 
  outfile << "\t" << sumElectronsTotal << "\t" << "\t" << 
sumElectronsTransfer  << "\t" << "\t" << sumElectronsOther  << "\t" << 
"\t" << sumElectronsPlastic  << "\t" << "\t" << sumElectronsUpperMetal  
<< "\t" << "\t" << sumElectronsLowerMetal << "\n"; 
  rratio << NEE << "\t" << "\t" << NII << "\t" << "\t" << EMUGC << "\t" 
<< "\t" << EMLGC << "\t" << "\t" << EMIC << "\t" << "\t" << EMUG << 
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"\t" << "\t" << EMLG << "\t" << "\t" << EMI <<"\t" << "\t" << AUG << 
"\t" << "\t" <<  ALG <<"\t" << "\t" << AI << "\t" << "\t" << NICG << 
"\t" << "\t" << NICI << "\n"; 
 
  std::cout << "Event" << "\t" << "TotalE" << "\t" << "\t" << "TransE"  
<< "\t" << "\t" << "OtherE"  << "\t" << "\t" << "PlastE"  << "\t" << 
"\t" << "UpMetE"  << "\t" << "\t" << "LoMetE \n"; 
  std::cout << i << "\t" << sumElectronsTotal << "\t" << "\t" << 
sumElectronsTransfer  << "\t" << "\t" << sumElectronsOther  << "\t" << 
"\t" << sumElectronsPlastic  << "\t" << "\t" << sumElectronsUpperMetal  
<< "\t" << "\t" << sumElectronsLowerMetal << "\n"; 
 
  } 
 
  // Close data files 
  outfile.close();  
  ttime.close(); 
  rradius.close(); 
  rratio.close (); 
  ddatae.close(); 
  ddatai.close(); 
 
   
  std::cout << "    END       \n"; 



























# Mobility of CO2+ ions in CO2 measured for T=30 K                    
# Accuracy: 7 %                              
# Data from Atomic Data and Nuclear Data Tables 60, 37-95 (1995) 
# L.A.Viehland and E.A.Mason   
# Electric Field in Td (E/N) (multiply by 250 for V) 
# The negative sign in from of the drift velocity represents opposite 
# direction of the velocity as the program normally consider input for 
# positive ions 
# E/N (10^17 V/cm^2) Vd (10^4 cm/sec) 
# ----------------------------------------------------------------- 
# E/N   Vd 
  50  -1.26  
  60  -1.25  
  70  -1.25  
  80  -1.24  
 100  -1.21  
 120  -1.19  
 140  -1.16  
 170  -1.12  
 200  -1.08  
 250  -1.03  
 300  -1.00  
 350  -0.96  
 400  -0.94  
 500  -0.89  
 600  -0.85  
 800  -0.79  
1000  -0.75  





































Alpha Kinetic Energy Deposition Simulation 
C ==================== Cell Cards ================================ 
C -------------------- Region 1 ---------------------------------- 
1 1 -0.00102 (15 -16 17 -18 1 -2)     imp:A=1 
C -------------------- Region 2 ---------------------------------- 
2 2 -1.387 (15 -16 17 -18 2 -3)       imp:A=1 
C -------------------- Region 3 ---------------------------------- 
3 3 -0.00057 (15 -16 17 -18 3 -4)     imp:A=1 
4 3 -0.00057 (15 -16 17 -18 4 -5)     imp:A=1 
5 3 -0.00057 (15 -16 17 -18 5 -6)     imp:A=1 
6 3 -0.00057 (15 -16 17 -18 6 -7)     imp:A=1 
7 3 -0.00057 (15 -16 17 -18 7 -8)     imp:A=1 
8 3 -0.00057 (15 -16 17 -18 8 -9)     imp:A=1 
9 3 -0.00057 (15 -16 17 -18 9 -10)    imp:A=1 
10 3 -0.00057 (15 -16 17 -18 10 -11)  imp:A=1 
11 3 -0.00057 (15 -16 17 -18 11 -12)  imp:A=1 
12 3 -0.00057 (15 -16 17 -18 12 -13)  imp:A=1 
13 3 -0.00057 (15 -16 17 -18 13 -14)  imp:A=1 
C -------------------- Transport Zone ---------------------------- 
14 0 -19 (#1 #2 #3 #4 #5 #6 #7 #8 #9 & 
   #10 #11 #12 #13)                   imp:A=1 
C -------------------- External Universe ------------------------- 
15 0 19                               imp:A=0 
 
C ==================== Surface Cards ============================= 
C ---------------------------------------------------------------- 
C Planes through which alpha kinetic energy distribution is sought 
C ---------------------------------------------------------------- 
1 py 0            
2 py 0.1         
3 py 0.1013       
4 py 3.6013 
5 py 4.1013 
6 py 4.6013 
7 py 5.1013 
8 py 5.6013 
9 py 6.1013 
10 py 6.6013 
11 py 7.1013 
12 py 7.6013 
13 py 8.1013 
14 py 8.6013 
C ---------------------------------------------------------------- 
C Bounding Planes 
C ---------------------------------------------------------------- 
15 pz -5 
16 pz 5 
17 px -5 
18 px 5 
C ---------------------------------------------------------------- 
C Boundary to external universe 
C ---------------------------------------------------------------- 




C ==================== Data Cards ================================ 
C -------------------- MODE Card --------------------------------- 
MODE A 
C -------------------- Pencil Beam of Am-241 Alpha Source -------- 
SDEF POS = 0 -6 0 VEC = 0 1 0 DIR = 1 PAR = A ERG = 5.5     
C -------------------- CUT Card for Alpha Particles -------------- 
CUT:A J 0.001 J J J    $Transport Alpha particles down to 1 keV  
C -------------------- Material Cards ---------------------------- 
C Region 1 Material 
m1 6000 0.01 8000 23.18 7000 75.53 18000 1.28 
C Region 2 Material 
m2 6000 45.45 8000 18.18 1000 36.36 
C Region 3 Material 
m3 18000 80 6000 6.67 8000 13.33 
C -------------------- Source Intensity Card --------------------- 
NPS 100000 
C -------------------- PTRAC Card -------------------------------- 
PTRAC FILE = ASC MAX = 20000000 WRITE = ALL EVENT=SUR & 






















work)  and  can  be  downloaded  from  the  link  below,  while  it  can  be  installed  on  a 
separate  partition.  It  is  recommended  to  select  the  AFS  open  client when  asked  to 


















The  second  possibility  is  to  connect  to  existing  gcc  4.3.2  libraries  via  AFS,  which  is 
significantly easier than the instantiation option but can take time and can be unstable, 
by copy and paste the command below. This command must br applied every time after 


















The Garfield++  code  is written  in C++  language, where  general  properties  of  the  gas 




specific  simulation  is  located  together with any other  files  that  the  simulation  should 
read,  like mobility of  ions or  initial  location of the releasing electrons. The example of 
the used Garfield++ code can be found in Appendix A together with its explanation. The 
simulation code must be compiled first with its makafile that can be easily downloaded 
from the Garfield++ website in examples and GEM simulation directory. After the C file 
(the file must end with .C) is converted into an executable file. It is highly recommended 
to obtain access to multi‐core computer system or network (such as SHARCNET) due to 
extremely long computation times 
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11 Appendix E: Schemas of Custom Made Parts 
11.1 Collection Plate 
Dimensions are in millimetres  
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11.2 Drift Plate 
Dimensions are in millimetres  
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11.3 Collection Plate Switch Board 
 
 
11.4 Connection Plate Switch Controller Board 
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